con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

September 2, 2011

Bob May

Fuss & O'Neill EnviroScience, LLC - MA
50 Redfield Street, Suite 100

Boston, MA 02122

Project Location: Westport Middle School, Westport, MA
Client Job Number:

Project Number: 20080788.A6E

Laboratory Work Order Number: 11H1185

Enclosed are results of analyses for samples received by the laboratory on August 30, 2011. If you have any questions
concerning this report, please feel free to contact me.

Sincerely,

. oo

Holly L. Folsom
Project Manager
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Fuss & O'Neill EnviroScience, LLC - MA REPORT DATE:  9/2/2011
50 Redfield Street, Suite 100
Boston, MA 02122 PURCHASE ORDER NUMBER: 20080788.A6E
ATTN: Bob May
PROJECT NUMBER: 20080788.A6E
ANALYTICAL SUMMARY
WORK ORDER NUMBER: 11H1185

The results of analyses performed on the following samples submitted to the CON-TEST Analytical Laboratory are found in this report.
PROJECT LOCATION: Westport Middle School, Westport, MA
FIELD SAMPLE # LAB ID: MATRIX SAMPLE DESCRIPTION TEST SUB LAB
830-JH-A-01 11H1185-01 Air Room 125 TO-10A/EPA 680

Modified
830-JH-A-02 11H1185-02  Air Room 124 TO-10A/EPA 680

Modified
830-JH-A-03 11H1185-03  Air Room 122 TO-10A/EPA 680

Modified
830-JH-A-04 11H1185-04  Air Room 121 TO-10A/EPA 680

Modified
830-JH-A-05 11H1185-05  Air Room 120 TO-10A/EPA 680

Modified
830-JH-A-06 11H1185-06  Air Room 117 TO-10A/EPA 680

Modified
830-JH-A-07 11H1185-07  Air Room 125 TO-10A/EPA 680

Modified
830-JH-A-08 11H1185-08  Air Blank TO-10A/EPA 680

Modified
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CASE NARRATIVE SUMMARY

All reported results are within defined laboratory quality control objectives unless listed below or otherwise qualified in this report.

TO-10A/EPA 680 Modified

Qualifications:

Continuing calibration did not meet method specifications and was biased on the low side for this compound. Increased uncertainty is
associated with the reported value which is likely to be biased on the low side.

Analyte & Samples(s) Qualified:

Dichlorobiphenyls
11H1185-07[830-JH-A-07], 11H1185-08[830-JH-A-08]

The results of analyses reported only relate to samples submitted to the Con-Test Analytical Laboratory for testing.

I certify that the analyses listed above, unless specifically listed as subcontracted, if any, were performed under my direction according to the approved methodologies listed
in this document, and that based upon my inquiry of those individuuals immediately responsible for obtaining the information, the material contained in this report is, to the
best of my knowledge and belief, accurate and complete.

1 e

Michael A. Erickson
Laboratory Director
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 125
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-01
Sample ID: 11H1185-01
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

‘Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 15:05 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 15:05 CIM
Trichlorobiphenyls 0.0030  0.0020 0.003 0.002 1 8/31/11 15:05 CIM
Tetrachlorobiphenyls 0.046 0.0040 0.046 0.0041 1 8/31/11 15:05 CIM
Pentachlorobiphenyls 0.046 0.0040 0.046 0.0041 1 8/31/11 15:05 CIM
Hexachlorobiphenyls 0.0047  0.0040 0.0048  0.0041 1 8/31/11 15:05 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 15:05 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 15:05 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 15:05 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 15:05 CIM
Total Polychlorinated biphenyls 0.099 0.10 1 8/31/11 15:05 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 87.6 50-125 8/31/11 15:05
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo
Date Received: 8/30/2011

Field Sample #: 830-JH-A-02

Sample ID: 11H1185-02

Sample Matrix: Air

Sampled: 8/30/2011 00:00

Sample Description/Location: Room 124
Sub Description/Location:

Flow Controller ID:
Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 15:44 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 15:44 CIM
Trichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 15:44 CIM
Tetrachlorobiphenyls 0.019 0.0040 0.020 0.0041 1 8/31/11 15:44 CIM
Pentachlorobiphenyls 0.019 0.0040 0.020 0.0041 1 8/31/11 15:44 CIM
Hexachlorobiphenyls ND 0.0040 ND 0.0041 1 8/31/11 15:44 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 15:44 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 15:44 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 15:44 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 15:44 CIM
Total Polychlorinated biphenyls 0.039 0.039 1 8/31/11 15:44 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 78.7 50-125 8/31/11 15:44
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 122
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-03
Sample ID: 11H1185-03
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 16:23 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 16:23 CIM
Trichlorobiphenyls 0.0025  0.0020 0.0025 0.002 1 8/31/11 16:23 CIM
Tetrachlorobiphenyls 0.078 0.0040 0.080 0.0041 1 8/31/11 16:23 CIM
Pentachlorobiphenyls 0.093 0.0040 0.095 0.0041 1 8/31/11 16:23 CIM
Hexachlorobiphenyls 0.012 0.0040 0.012 0.0041 1 8/31/11 16:23 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 16:23 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 16:23 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 16:23 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 16:23 CIM
Total Polychlorinated biphenyls 0.19 0.19 1 8/31/11 16:23 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 79.6 50-125 8/31/11 16:23
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 121
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-04
Sample ID: 11H1185-04
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 17:02 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 17:02 CIM
Trichlorobiphenyls 0.0024  0.0020 0.0025 0.002 1 8/31/11 17:02 CIM
Tetrachlorobiphenyls 0.065 0.0040 0.066 0.0041 1 8/31/11 17:02 CIM
Pentachlorobiphenyls 0.095 0.0040 0.096 0.0041 1 8/31/11 17:02 CIM
Hexachlorobiphenyls 0.016 0.0040 0.016 0.0041 1 8/31/11 17:02 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 17:02 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 17:02 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 17:02 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 17:02 CIM
Total Polychlorinated biphenyls 0.18 0.18 1 8/31/11 17:02 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 77.0 50-125 8/31/11 17:02
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 120
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-05
Sample ID: 11H1185-05
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 17:41 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 17:41 CIM
Trichlorobiphenyls 0.0068  0.0020 0.0069 0.002 1 8/31/11 17:41 CIM
Tetrachlorobiphenyls 0.090 0.0040 0.091 0.0041 1 8/31/11 17:41 CIM
Pentachlorobiphenyls 0.13 0.0040 0.13 0.0041 1 8/31/11 17:41 CIM
Hexachlorobiphenyls 0.021 0.0040 0.021 0.0041 1 8/31/11 17:41 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 17:41 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 17:41 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 17:41 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 17:41 CIM
Total Polychlorinated biphenyls 0.24 0.25 1 8/31/11 17:41 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 82.6 50-125 8/31/11 17:41
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con-test®

ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 117
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-06
Sample ID: 11H1185-06
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time

Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 18:36 CIM
Dichlorobiphenyls ND 0.0020 ND 0.002 1 8/31/11 18:36 CIM
Trichlorobiphenyls 0.0062  0.0020 0.0063 0.002 1 8/31/11 18:36 CIM
Tetrachlorobiphenyls 0.040 0.0040 0.041 0.0041 1 8/31/11 18:36 CIM
Pentachlorobiphenyls 0.035 0.0040 0.036 0.0041 1 8/31/11 18:36 CIM
Hexachlorobiphenyls ND 0.0040 ND 0.0041 1 8/31/11 18:36 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 18:36 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 8/31/11 18:36 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 8/31/11 18:36 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 8/31/11 18:36 CIM
Total Polychlorinated biphenyls 0.082 0.083 1 8/31/11 18:36 CIM

Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 90.5 50-125 8/31/11 18:36
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

ANALYTICAL RESULTS

Project Location: Westport Middle School, Westpo Sample Description/Location: Room 125
Date Received: 8/30/2011 Sub Description/Location:
Field Sample #: 830-JH-A-07
Sample ID: 11H1185-07
Sample Matrix: Air Flow Controller ID:
Sampled: 8/30/2011 00:00 Sample Type:
Air Volume L: 984

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg ug/m3 Date/Time
Analyte Results RL Flag Results RL Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 ND 0.002 1 9/1/11 16:21 CIM
Dichlorobiphenyls ND 0.0020 V-05 ND 0.002 1 9/1/11 16:21 CIM
Trichlorobiphenyls ND 0.0020 ND 0.002 1 9/1/11 16:21 CIM
Tetrachlorobiphenyls 0.044 0.0040 0.045 0.0041 1 9/1/11 16:21 CIM
Pentachlorobiphenyls 0.040 0.0040 0.040 0.0041 1 9/1/11 16:21 CIM
Hexachlorobiphenyls 0.0052  0.0040 0.0052  0.0041 1 9/1/11 16:21 CIM
Heptachlorobiphenyls ND 0.0060 ND 0.0061 1 9/1/11 16:21 CIM
Octachlorobiphenyls ND 0.0060 ND 0.0061 1 9/1/11 16:21 CIM
Nonachlorobiphenyls ND 0.010 ND 0.010 1 9/1/11 16:21 CIM
Decachlorobiphenyl ND 0.010 ND 0.010 1 9/1/11 16:21 CIM
Total Polychlorinated biphenyls 0.089 0.090 1 9/1/11 16:21 CIM
Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 94.3 50-125 9/1/11 16:21
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con-test®

ANALYTICAL LABORATORY

Project Location: Westport Middle School, Westpo

Date Received: 8/30/2011
Field Sample #: 830-JH-A-08
Sample ID: 11H1185-08
Sample Matrix: Air

Sampled: 8/30/2011 00:00

ANALYTICAL RESULTS

Sample Description/Location: Blank
Sub Description/Location:

Flow Controller ID:
Sample Type:

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Work Order: 11H1185

TO-10A/EPA 680 Modified

Total pg Date/Time
Analyte Results RL Flag Dilution Analyzed Analyst
Monochlorobiphenyls ND 0.0020 1 9/1/11 16:57 CIM
Dichlorobiphenyls ND 0.0020 V-05 1 9/1/11 16:57 CIM
Trichlorobiphenyls ND 0.0020 1 9/1/11 16:57 CIM
Tetrachlorobiphenyls ND 0.0040 1 9/1/11 16:57 CIM
Pentachlorobiphenyls ND 0.0040 1 9/1/11 16:57 CIM
Hexachlorobiphenyls ND 0.0040 1 9/1/11 16:57 CIM
Heptachlorobiphenyls ND 0.0060 1 9/1/11 16:57 CIM
Octachlorobiphenyls ND 0.0060 1 9/1/11 16:57 CIM
Nonachlorobiphenyls ND 0.010 1 9/1/11 16:57 CIM
Decachlorobiphenyl ND 0.010 1 9/1/11 16:57 CIM
Total Polychlorinated biphenyls 0.0 1 9/1/11 16:57 CIM
Surrogates % Recovery % REC Limits
Tetrachloro-m-xylene 80.3 50-125 9/1/11 16:57
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Prep Method: SW-846 3540C-TO-10A/EPA 680 Modified

Sample Extraction Data

Lab Number [Field ID] Batch Initial [Cartridge Final [mL] Date

11H1185-01 [830-JH-A-01] B036471 1.00 1.00 08/30/11
11H1185-02 [830-JH-A-02] B036471 1.00 1.00 08/30/11
11H1185-03 [830-JH-A-03] B036471 1.00 1.00 08/30/11
11H1185-04 [830-JH-A-04] B036471 1.00 1.00 08/30/11
11H1185-05 [830-JH-A-05] B036471 1.00 1.00 08/30/11
11H1185-06 [830-JH-A-06] B036471 1.00 1.00 08/30/11
11H1185-07 [830-JH-A-07] B036471 1.00 1.00 08/30/11
11H1185-08 [830-JH-A-08] B036471 1.00 1.00 08/30/11
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

QUALITY CONTROL

PCB Homologues by GC/MS - Quality Control

Total pg ug/m3 Spike Level Source %REC RPD
Analyte Results RL Results RL Total pg Result %REC Limits RPD Limit Flag
Batch B036471 - SW-846 3540C
Blank (B036471-BLK1) Prepared: 08/30/11 Analyzed: 08/31/11
Monochlorobiphenyls ND 0.0020
Dichlorobiphenyls ND 0.0020
Trichlorobiphenyls ND 0.0020
Tetrachlorobiphenyls ND 0.0040
Pentachlorobiphenyls ND 0.0040
Hexachlorobiphenyls ND 0.0040
Heptachlorobiphenyls ND 0.0060
Octachlorobiphenyls ND 0.0060
Nonachlorobiphenyls ND 0.010
Decachlorobiphenyl ND 0.010
Total Polychlorinated biphenyls 0.0
Surrogate: Tetrachloro-m-xylene 0.152 0.200 75.9 50-125
LCS (B036471-BS1) Prepared: 08/30/11 Analyzed: 08/31/11
Monochlorobiphenyls 0.17 0.0020 0.200 85.2 40-140
Dichlorobiphenyls 0.18 0.0020 0.200 90.8 40-140
Trichlorobiphenyls 0.18 0.0020 0.200 90.2 40-140
Tetrachlorobiphenyls 0.35 0.0040 0.400 86.9 40-140
Pentachlorobiphenyls 0.33 0.0040 0.400 83.4 40-140
Hexachlorobiphenyls 0.32 0.0040 0.400 79.8 40-140
Heptachlorobiphenyls 0.50 0.0060 0.600 83.0 40-140
Octachlorobiphenyls 0.51 0.0060 0.600 85.2 40-140
Nonachlorobiphenyls 1.2 0.010 1.00 119 40-140
Decachlorobiphenyl 0.91 0.010 1.00 90.7 40-140
Surrogate: Tetrachloro-m-xylene 0.193 0.200 96.3 50-125
LCS Dup (B036471-BSD1) Prepared: 08/30/11 Analyzed: 08/31/11
Monochlorobiphenyls 0.17 0.0020 0.200 85.8 40-140 0.795 50
Dichlorobiphenyls 0.17 0.0020 0.200 86.5 40-140 4.80 50
Trichlorobiphenyls 0.17 0.0020 0.200 87.4 40-140 3.22 50
Tetrachlorobiphenyls 0.33 0.0040 0.400 82.4 40-140 5.30 50
Pentachlorobiphenyls 0.32 0.0040 0.400 81.0 40-140 2.85 50
Hexachlorobiphenyls 0.30 0.0040 0.400 75.9 40-140 4.95 50
Heptachlorobiphenyls 0.47 0.0060 0.600 79.1 40-140 4.79 50
Octachlorobiphenyls 0.49 0.0060 0.600 81.1 40-140 4.97 50
Nonachlorobiphenyls 1.1 0.010 1.00 112 40-140 6.01 50
Decachlorobiphenyl 0.85 0.010 1.00 85.0 40-140 6.48 50
Surrogate: Tetrachloro-m-xylene 0.171 0.200 85.6 50-125
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
FLAG/QUALIFIER SUMMARY

* QC result is outside of established limits.

T Wide recovery limits established for difficult compound.
i Wide RPD limits established for difficult compound.

# Data exceeded client recommended or regulatory level

Percent recoveries and relative percent differences (RPDs) are determined by the software using values in the
calculation which have not been rounded.

V-05 Continuing calibration did not meet method specifications and was biased on the low side for this compound.
Increased uncertainty is associated with the reported value which is likely to be biased on the low side.
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ANALYTICAL LABORATORY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
CERTIFICATIONS

Certified Analyses included in this Report

Analyte Certifications
TO-104/EPA 680 Modified in Air
Total Polychlorinated biphenyls AIHA

The CON-TEST Environmental Laboratory operates under the following certifications and accreditations:

Code Description Number Expires

AIHA American Industrial Hygiene Association 100033 01/1/2012
MA Massachusetts DEP M-MA100 06/30/2012
CT Connecticut Department of Publilc Health PH-0567 09/30/2011
NY New York State Department of Health 10899 NELAP 04/1/2012
NH New Hampshire Environmental Lab 2516 NELAP 02/5/2012
RI Rhode Island Department of Health LAOO00112 12/30/2011
NC North Carolina Div. of Water Quality 652 12/31/2011
NJ New Jersey DEP MAO007 NELAP 06/30/2012
FL Florida Department of Health E871027 NELAP 06/30/2012
VT Vermont Department of Health Lead Laboratory LL015036 07/30/2012
WA State of Washington Department of Ecology C2065 02/23/2012
ME State of Maine 2011028 06/9/2013
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TURNARKOUND TIME {business Qm<mv STARTS AT 9:00 AM. THE DAY AFTER SAMPLE RECEIPT UNLESS THERE ARE QUESTIONS ON YOUR CHAIN. IF THIS FORM IS NOT FILLED OUT

COMPLETELY OR IS INCORRECT, TURNAROUND TIME WILL NOT START UNTIL ALL QUESTIONS ARE ANSWERED PLEASE BE CAREFUL NCT TO CONTAMINATE THIS DOCUMENT



) FUSS & O’NEILL

EnviroScience, Lic www.fando.com

50 Redfield St, Suite 100, Boston, MA 02122 (617) 282-4675 Fax (617) 282-8253

COMPENDIUM METHOD TO-10A
FIELD TEST DATA SHEET (FIDS)

1.  GENERAL INFORMATION

PROJECT. e it Mdbille Soliod DATE(S) SAMPLED: __§729 7Y/

SITE: Wedgd | AA TIME PERIOD SAMPLED:
LOCATION: #eom n7 —1 25 OPERATOR: __TFon lﬁj

INSTRUMENT MODEL NO.. #2=FF%__ CALIBRATED BY: 34

PUMP SERIAL NO.: RAIN: YES __ X NO

ADSORBENT CARTRIDGE INFORMATION:
Cartridge 1 Cartridge 2 Cartridge 3 Cartridge 4

Type: TO 404
Adsorbent: fe
Serial No.:

Sample No.:

II.  SAMPLING DATA

Total Total

Cartridge Ambient ; ; : Samplin, Sample
Identifig- Sampling | Ambient | Pressure, Flow Rate (Q), ml/min | Sampling Petiod Till’:le, & Voluf')ne,
cation Location | Temp. °F | inHg Cartridge 1 | Cartridge 2 | Start Stop min L
oSH A0 |Qan 125 | T2 R [0 .0 ( H. y.r 0948|154

N [ ) 727 ] ORALF | 4T

- |03l 12> ]| 737 o ¢ (1547

-l o gt | 79 g150 ||3590

][Ry 10 7H-F | 5] i»g/
Voo A 117 | 13,7 hd ~ v e 135>

.  FIELD AUDIT

Cartridge 1 Cartridge2  Cartridge 3 Cartridge 4

Audit Flow Check Within _
10% of Set Point (Y/N)?  pte- pre- pre- . pre-
post- post- post- post-
CHECKED BY:
DATE:

[ Page170i19 |




FUSS & O’NEILL

EnviroScience, Lic www.fando.com

50 Redfield St, Suite 100, Boston, MA 02122 (617) 282-4675 Fax (617) 282-8253

COMPENDIUM METHOD TO-IOA
FIELD TEST DATA SHEET (FIDS)

1. GENERAL INFORMATION

PROJECT:_tdeapur-X_ MAle 5M DATE(S) SAMPLED: _&/30/¢!

SITE:_ /2 —vw A A- TIME PERIOD SAMPLED: _A4="1
LOCATION: 8av i17 135 OPERATOR: N ew S/
INSTRUMENT MODEL NO.; CALIBRATED BY:

PUMP SERIAL NO.: RAIN: ___YES_X_NO

ADSORBENT CARTRIDGE INFORMATION:
Cartridge 1~ Cartridge2  Cartridge 3  Cartridge 4

Type: TD -io4
Adsorbent: fep
Serial No.:

Sample No.:

1. SAMPLING DATA

Total Total
Cartridge Ambient : ; : Sampling | Sampl
Flow Ra ml, lin pung pe
Identifi- | Sampling | Ambient | Pressure, ow Rate (Q), ml./min_| Sampling Period Time, | Volume,
cation Location | Temp.,°F | inHg Cartridge 1 | Cartridge 2 | Start Stop min L
¥ 2051 4 B 125 | T2 .S | %0.9( RN T o7 12497
v A ok WA VR 4

Editgpn | — | 74> [39.9¢

IIL. FIELD AUDIT

Cartridge 1~ Cartridge 2 Cartridge 3 Cartridge 4

Audit Flow Check Within =~ ___
10% of Set Point (Y/N)?  pre- pre- pre- pre-
post- post- post- post-
CHECKED BY:
DATE:

| Page180f19 |




P: 413-525-2332 ANALYTICAL LABORATORY
F: 413-525-6405

www.contestlabs.com

39S St.
East Longmer:(;‘c:::l, MA. 01028 w Con'tEStm

Sample Receipt Checklist WJL - ey

CLIENT NAME: ;033 + Ol \(\\ RECEIVEDBY: \§) DATE: §(\,/} 81‘)7 11

it

1) Was the chain(s) of custody relinquished and signed? Ye: No No CoC Included

2) Does the chain agree with the samples? No
If not, explain:

3) Are all the samples in good condition? No
If not, explain:

4) How were {He samples received:

On lce Direct from Sampling [ 1 Ambient [] In Cooler(s) B/
Were the samples received in Temperature Compliance of (2-6°C)? No N/A
Temperature °C by Temp blank éﬁ P~ O Temperature °C by Temp gun
5) Are there Dissolved samples for the lab to filter? Yes @

Who was notified Date Time P
6) Are there any RUSH or SHORT HOLDING TIME samples? @ No

Who was notified Date Time

Permission to subcontract samples? Yes No

7) Location where samples are stored: [ Q (Walk-in clients only) if not already approved
Client Signature:

Containeré received at Con4Test

# of containers # of containers
1 Liter Amber 8 oz amber/clear jar
500 mL Amber : 4 oz amber/clear jar
250 mL Amber (8oz amber) 2 oz amber/clear jar
1 Liter Plastic Air Cassette
500 mL Plastic Hg/Hopcalite Tube
250 ml plastic Plastic Bag / Ziploc
40 mL Vial - type listed below PM2.5/PM10
Colisure / bacteria bottle PUF Cartridge Q’
Dissolved Oxygen bottle SOC Kit
Encore , TO-17 Tubes
Flashpoint bottle Non-ConTest Container
Perchlorate Kit Other glass jar
Other Other

Laboratory Comments:

Time and Date Frozen:
40 mL vials: # HCI # Methanol
# Bisulfate # DI Water
# Thiosulfate Unpreserved

Do all samples have the proper Acid pH: Yes N Doc# 277
Do all samples have the proper Base pH: Yes No Rev. 1 Mayl Page 190f19 |




